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NATIONAL FOREWORD 

This Indian Standard (Part 1 -1 04) which is identical with lEC 611 96-1 -1 04 : 2005 'Coaxial communication 
cables — Part 1 -1 04: Electrical test methods — Test for capacitance stability of cable' issued by the 
International Electrotechnical Commission (lEC) was adopted by the Bureau of Indian Standards on 
the recommendation of the Wires, Cables, Waveguides and Accessories Sectional Committee and 
approval of the Electronics and Information Technology Division Council. 

The text of lEC Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. 
Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should 
be read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current 
practice is to use a point (.) as the decimal marker. 

In this adopted standard, reference appears to certain International Standards for which Indian 
Standards also exist. The corresponding Indian Standards which are to be substituted in their respective 
places are listed below along with their degree of equivalence for the editions indicated: 

International Standard Corresponding Indian Standard Degree of Equivalence 

lEC 61196-1 : 2005 Coaxial IS/IEC 61 1 96-1 : 2005 Coaxial Identical 

communication cables — Part 1: communication cables: Part 1 

Generic specification — General, Generic specification — General 

definitions and requirements definitions and requirements 

lEC 61196-1-103 : 2005 Coaxial IS/IEC 61 196-1-103 : 2005 Coaxial do 

communication cables — Part 1-1 03: communication cables: Part 1-103 

Electrical test methods — Test for Electrical test methods Test for 

capacitance of cable capacitance of cable 

Only English language text has been retained while adopting it in this Indian Standard, and as such 
the page numbers given here are not the same as in the lEC Standard. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the 
final value, observed or calculated, expressing the result of a test or analysis, shall be rounded off in 
accordance with IS 2 : 1960 'Rules for rounding off numerical values (revised)'. The number of 
significant places retained in the rounded off value should be the same as that of the specified value 
in this standard. 
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Indian Standard 
COAXIAL COMMUNICATION CABLES 

PART 1-104 ELECTRICAL TEST METHODS — 
TEST FOR CAPACITANCE STABILITY OF CABLE 

1 Scope 

This part of lEC 61196 applies to coaxial communications cables. It specifies test methods for 
determining the capacitance stability of the cable when subjected to temperature change. 

2 Normative references 

The following referenced documents are indispensable for the application of this document. 
For dated references, only the edition cited applies. For undated references, the latest edition 
of the referenced document (including any amendments) applies. 

lEC 61196-1, Coaxial communication cables - Part 1: Generic specification - General, 
definitions and requirements 

lEC 61196-1-103, Coaxial communication cables - Part 1-103: Electrical test methods - Test 
for capacitance of cable 

3 Terms and definitions 

For the purposes of this document, the terms and definitions given in lEC 61 196-1 apply. 

4 Test method 

4.1 Equipment 

An environmental chamber of size and dimension capable of performing the test described 
herein is required. 

The capacitance shall be measured in accordance with lEC 61 196-1-103. 

4.2 Test sample 

The length of the Cable Under Test (CUT) shall be approximately 15 m, except that for cables 
with solid outer conductors, the CUT shall be approximately 3 m known to within <1%. Both 
ends of the CUT shall be prepared to avoid stray capacitance. 

4.3 Procedure 

The capacitance shall be measured in accordance with lEC 61 196-1-103. 
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The CUT shall be subjected to the applicable temperature cycle shown in Table 1 for a total of 
three cycles unless otherwise stated in the relevant sectional or detail specification. 

The capacitance of the CUT shall be measured initially and after each step at the actual test 
temperature. 

Table 1 - Temperature cycling 



step 


Foamed PE dielectric 
type 

Temperature °C 


PE dielectric type 

Temperature °C 


PTFE dielectric type 

Temperature °C 


Time 

h 


initial 


20 ±2 


20 ±2 


20 ±2 


2 minimum 


1 


+65 ±2 


+75 ±2 


+250 ±5 


2 minimum 


2 


+20 ±2 


+20 ±2 


+20 ±2 


2 minimum 


3 


-40 ±2 


-40 ±2 


-55 ±2 


2 minimum 


4 


+20 ±2 


+20 ±2 


+20 ±2 


2 minimum 



For other dielectric materials, the test temperatures and testing hours shall be stated in the 
sectional or the detail specification. 

5 Expression of test results 

The test results should be normalised to the reference length N. 

^ Cm ,, 

C = A^ (nF/N) 

L 

where 

C is the capacitance of reference length at measuring temperature; 

Cm is the measured capacitance value of the CUT in nF; 

L is the length of sample in m; 

A^ is the reference length in m. 

6 Test report 

The test report shall record the test conditions given below at each temperature step: 

• temperatures, 

• number of cycles, if different from three, 

• sample length, 

• test frequency, 

and record the normalised value for the reference length as stated in the relevant sectional or 
detail specification. 

• cable capacitance at each step. 



7 Requirement 

The capacitance stability of the CUT shall comply with the requirement of the relevant 
detailed specification. 
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